Peritoneal dialysis transfer set change procedures study.
The purpose of this in vitro study was to evaluate the effectiveness of continuous ambulatory peritoneal dialysis (CAPD) procedures. Four procedures to disinfect the catheter adapter/transfer set connection were compared in vitro using a mock sterile CAPD system.